Peripheral blood monocytes are heterogeneous and it was recently reported that three subsets can be identified based on CD14 and CD16 expression: CD14++/CD16- 
Introduction
Monocytes constitute 5-10% of peripheral leukocytes, where they circulate for several days in the blood stream and can migrate into tissues to contribute to the macrophage pool. Monocytes and their progeny play important roles in the defense against pathogens, homeostasis and tissue repair, especially in the innate immune system (1).
Monocytes are mononuclear and characterized by a kidney-shaped nucleus. As the main component of the innate immune system, they are responsible for the clearance of bacterial, viral and fungal infections, mainly by the process of phagocytosis (2) . Monocytes were considered to be a homogeneous cell population, but in the late 1980s, the report of The mostly used technique to detect and determine the different subtypes of monocytes is multiparameter flowcytometry. CD16+ monocytes have been implicated in the pathogenesis of many diseases (1) . Therefore, there has been much interest in investigating CD16+ monocytes in disease states. However, NK cells as well as neutrophils share the expression of CD16 with the CD16+ monocytes, which can confuse the flowcytometric analysis. Three different gating strategies are commonly used to identify the monocyte fraction: back-gating, negative and positive gating strategies. The back-gating method is the easiest and cheapest way to select all monocytes. A major drawback of this method is the unwanted admixture with certain lymphocytes and neutrophils (7) . Negative or 'exclusion' gating strategies are used to purify the monocyte population utilizing monoclonal antibodies, for example against CD66b or CD15, CD56 and CD19, in order to exclude neutrophils, NK cells and B-cells respectively. Positive or 'inclusion' gating strategies make use of antibodies to CD45, CD115, CD14, CD16 and HLA-DR to select monocytes positively (1) .
Another challenge in flowcytometry is the proper gating of the intermediate and the nonclassical monocytes. The fractions of these subtypes could be very small, so that a small variation in the gating technique results in a large and hardly reproducible coefficient of variation (CV). A possible solution for this problem is a strong and distinguishable staining expression for the CD16 epitope. In earlier studies of out group, the clones NPK15 and B73.1 were used for immunolabeling of CD16, which both show an intermediate staining level. Most published research in this field, however, made use of the clone 3G8 in the flowcytometric assay. This 3G8 clone is described to have a high staining level, so a better distinction could be made between the intermediate and non-classical monocytes. Next to the above described major challenges in the flowcytometric determination of the different monocyte subsets in peripheral blood, there are also some pre-analytical and analytical aspects unknown which can influence the outcome of the test. One important aspect is the stability of the blood sample, referring to the time from blood drawn till the start of the preparation of the sample. Another aspect is the reproducibility as well as the intra -and inter assay variations.
The aim of this thesis project is to validate and to optimize the multiparameter flowcytometric determination of the different monocyte subsets. For this purpose, the most recent and often cited publications of large investigator groups in this field will be used as a guidance. Next to the pre-analytical aspect of blood sample stability, analytical aspects, such as the influence of different antibody clones for CD16 immunolabeling, reproducibility and intra -and inter-assay variations, will be investigated. In addition, three different gating strategies will be examined post-analytically. We hypothize that blood 
Materials and methods

Patients and Samples
Patients form the outdoor clinic were asked to participate in the study by having an EDTA anti-coagulated blood tube drawn. Only patients who gave infomred consent were included in the study. A complete blood count (CBC) was performed for all samples using the XE5000 (Sysmex).
For the purpose of examining the stability of the blood sample, EDTA anti-coagulated blood samples from 20 different patients were used. The analysis was started immediately after venipuncture and after 1h, 3h, 4h and 24h. To assess the influence of type of antibody clone against CD16, EDTA blood samples from a second group of 20 patients were used.
From each patient, a sample was incubated with the B73.1 clone while simultaneously another sample was incubated with the 3G8 clone. This test was started within 10 minutes after venipuncture. In order to investigate the reproducibility of the test, another set of blood samples from 10 patients was used. The intra-assay variability was tested by repeated measurements of the same sample. The inter-assay variability was asses by preparing two different samples of the same patient, followed by measurement on one single flowcytometer.
Three gating strategies were compared in this study. The first method was already described by Hristov et al. (10) and is based on the pre-selection of CD14 positive and low events and the back-gating of this selection. The second gating method as described by Abeles et al. (1) is based on CD14, CD16 and HLA-DR. This gating method is used to make a better distinction between monocytes and lymphocytes and neutrophils. The third method is the most recently descrbied by Selimoglu-Buet et al. (11) . This negative gating method makes use of antibodies against CD24 and CD56, to purify the monocyte population from CD24 expressing granulocytes and B cells and CD56 expressing NK cells.
Labeling Procedure
One hundred µl of EDTA-whole blood was transferred into a 5 ml polystyrene round-bottom tube (BD Biosciences) and incubated for 15 minutes in the dark at RT, simultaneously with 
Statistical Analysis
For the analysis of the sample stability, the coefficient of variation (CV) was calculated of all time points with respect to the 0h sample. The CV of the flow cytometry test must be smaller than 20%. Significance was determined with a one-way ANOVA test. Linear regression analysis and a t-test were used to determine significant differences between the CD16 clones and gating strategies. 
Results
Post-analytic Variable: Gating Strategy
When comparing the CD14 back-gating method with the HLA-DR based gating method, an increase in total monocyte population as percentage of all white blood cells is found when using the CD14 back-gating method. However, this decrease is not significant. The fraction of classical monocytes appeared to be significantly smaller using this gating method in comparision with the HLA-DR based gating method (Figure 1, left) . When comparing the same CD14 back-gating method with the CD24 CD56 based gating method, especially the fraction of intermediate monocytes is found to be larger in the CD14 back-gating method.
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This difference, however, is not significant. The means of the total monocyte population, the classical monocytes and the non-classical monocytes were neither significant different between the CD24 CD56 gating and CD14 back-gating method. When comparing CD24
CD56 based gating method with the HLA-DR based gating method, an increase in total monocytes as well as in intermediate monocytes is observed using the CD24 CD56 based method. These differences are however not significant. The fraction of classical monocytes is not significant decreased in this method.
Pre-analytic Variable: stability of the Test
The stability of the blood sample as examined using 20 different patient blood samples. For the analysis, the HLA-DR based gating method is used to specify the different monocyte 
Analytic Variable: Reproducibility
To determine the intra-assay variation of two measurements performed of the same flowcytometric tube, the CV values were calculated. All intra-assay CVs are beneath the margin of 20% with respect to the mean of both measurements ( Table 1 
TM CM IM NCM
Intra-assay CV tube 1 0,84 % 0,42% 7,09% 1,89%
Intra-assay CV tube 2 1,48% 0,99% 8,10% 3,26%
Inter-assay CV tube 1-2 1,63% 0,75% 8,84% 4,47%
Discussion
In the early days, monocytes were considered to be a homogeneous cell population (6) . 
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Post-analytic Variable: Gating Strategy
In previous studies of our group (7) a back-gating method was used. A drawback of this method is the unwanted admixture of lymphocytes and neutrophils, which also express CD16. In order to identify the monocyte population and subsets more accurately, three different gating strategies were tested in this study. When comparing the CD14 back- Also in comparing these two gating methods, a decrease in total monocytes is observed when using the HLA-DR gating method, which may refer to the better purification of the monocyte population.
Pre-analytic Variable: Stability of the test
The results of the stability experiment only show an significant decrease of classical monocytes as a percentage of the total monocyte population after 24h from venipuncture.
After 24 hours, a diminishing in cell complexity occurred in al patient samples, which could be visualized in SSC dot plots. This reduction in complexity leads to problems in defining the different leukocyte populations based on scatter properties. Next to this, it was shown in previous research of our group (9) , that the binding capacity of cell surface directed antibody-fluorochrome-conjugate CD14-APC and CD16-FITS was reduced after 24h. this may be an explanation for the decreased relative size of the classical monocyte population after 24h. Regarding the CV at the different time points, they were within the predefined cut-off range of 20%. However, the dispersion in CV was large, especially for the intermediate monocytes. This can be explained by the fact that it is a small cell population within the total monocyte population, and next to this, there is hardly consensus on how to gate and define this subpopulation (12) .
Analytic Variable: CD16 Immunolabeling
The comparison of the B73.1 clone with the 3G8 clone used for CD16 labeling does not show prominent differences according to all monocyte groups. Although not significant, a somewhat higher percentage of total monocytes was observed when using the 3G8 clone, which may be the result of the higher staining level of the 3G8 clone. When staining the cell population with the 3G8 clone, granulocytes appeared to be more CD16 positive when compared to the B73.1 clone. This finding is already confirmed by Heimbeck et al.,
who described the strong neutrophil staining capacity of the 3G8 clone (13) . A limitation of this study is that probably not all participants can be assigned as healthy.
Blood samples were drawn from patients from the outdoor clinic and no medical information is available of these patients. A large dispersion may therefore occur between the subtypes and the relative monocyte population sizes may deviate from
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